
N R S I I ™  T R A N S W A B ®  B U T T E R F I E L D  B U F F E R

1

Medical Wire & Equipment Co (Bath) Ltd
Leafield Industrial Estate, Corsham, Wiltshire, England 
SN13 9RT
Tel: +44 (0)1225 810 361  Fax: +44 (0)1225 810 153
info@mwe.co.uk  www.mwe.co.uk

N R S  I I  T R A N S W A B ®  B U T T E R F I E L D  B U F F E R

Rev. 1

CODE DESCRIPTION SPECIMEN/SAMPLE SITE

MW780 NRSII™ TRANSWAB® - Blue Swab - 16x100 Tube - 10ml Butterfield 
Buffer

Environmental & Pharma

MW781 NRSII™ TRANSWAB® - Blue Swab - 16x100 Tube - 5ml Butterfield 
Buffer

Environmental & Pharma

*All NRSII™ are classed as Industrial Sterile

INTENDED USE
This medium is used for the enumeration of bacteria and fungi in foods, water, dairy, and pharmaceutical products.

INSTRUCTIONS FOR USE
1. Remove cap from tube by twisting cap to break seal, and then pull firmly.
2. Collect sample.
3. Replace cap and swab into the tube.
4. Fill in necessary details on the label.
5. Upon receipt of specimen at laboratory, the swab must be placed immediately in a suitable transport or culture 

system.

PRECAUTIONS
For professional use only.
1. When sampling an area always use the same swabbing technique.
2. Always try to sample the same surface area (100cm2 or 200cm2), be consistent in your sampling.

STORAGE 
NRSII™ TRANSWAB® should be stored in a dry place at temperatures between + 5C to 25C away from direct sunlight. 
DO NOT FREEZE.

EXPIRY DATE
The expiry date is 18 months from the month of manufacture and is printed onto the Tube label and outer Boxes

SPECIMEN COLLECTION AND HANDLING
Materials Provided.
NRSII™ TRANSWAB® swabs are supplied in boxes of 400, 600, 800 or 1250 (unless otherwise stated.)
Materials required but not provided.
External transport packaging compliant with local regulations.
Microbiology facilities for processing specimens, including equipment and consumables for culture or molecular processing.

QUALITY CONTROL
Performance Test
Each batch is tested to ensure recovery of the following organisms at 24 hours room temperature from minimal inoculation. 
Escherichia coli NCTC 9001
Staphylococcus aureus NCTC 8532
Salmonella typhimurium NCTC 0074
Listeria Monocytogenes NCTC 5214
Sterility Test
Each batch is tested for sterility, indicated by the absence of aerobes and anaerobes, after 10 days incubation at 30°C.

SYMBOLS APPLICABLE TO FAMILY GROUP



N R S I I ™  T R A N S W A B ®  B U T T E R F I E L D  B U F F E R

2

Medical Wire & Equipment Co (Bath) Ltd
Leafield Industrial Estate, Corsham, Wiltshire, England 
SN13 9RT
Tel: +44 (0)1225 810 361  Fax: +44 (0)1225 810 153
info@mwe.co.uk  www.mwe.co.uk

N R S  I I  T R A N S W A B ®  B U T T E R F I E L D  B U F F E R

Rev. 1

SYMBOLS & DEFINITIONS

Temperature Limitation Use By (YYYY/MM) Method of Sterilisation Using 
Irradiation Manufacturer

Do Not Reuse Consult Instructions for Use LRQA Approval Mark Date of Manufacture

Do Not Use If Package Damaged Peel Here Contains Sufficient for <n> Tests Reference  /Catalogue 
Number

LOT or batch identification

5°C

25°C

5°C

25°C


